Quality Assurance/Quality Control Guidelines for Feed Laboratories

Table of Contents

VOLUME I - Additional AAFCO Requirements for Feed Laboratory Accreditation to ISO/IEC 17025 “General Requirements for the Competence of Testing and Calibration Laboratories”

VOLUME II - AAFCO Guidance for Compliance with ISO 17025
1. Scope
2. Normative References
3. Terms and Definitions
4. Management Requirements
   4.1 Organization
   4.2 Management System
   4.3 Document Control
   4.4 Review of Request, Tenders and Contracts
   4.5 Subcontracting of Tests and Calibrations
   4.7 Service to Customer
   4.8 Complaints
   4.9 Control of Nonconforming Testing and/or Calibration Work
   4.10 Improvement
   4.11 Corrective Action
   4.12 Preventive Action
   4.13 Control of Records
   4.14 Internal Audits
   4.15 Management Review
5. Technical Guidelines
   5.1 General
   5.2 Personnel
   5.3 Accommodations and Environmental Conditions.
5.4 Test and Calibration Methods and Method Validation
5.5 Equipment
5.6 Measurement Traceability
5.7 Sampling
5.8 Handling of Test and Calibration Items
5.9 Ensuring the Quality of Test and Calibration Results
5.10 Reporting the Results

VOLUME III - Tables and Attachments
Attachment 1 Ethics Resources (Section 4.1.1)
Attachment 2 A-D Example Standard Operating Procedure (SOP) and Analytical Method Formats (Section 4.3.1)
Attachment 3 A-B Example Requests, Tenders and Contracts Review Checklists (Section 4.4.1)
Attachment 4 Measurement Uncertainty Process Flow Chart (Section 5.4.6)
Attachment 5 Measurement Uncertainty Statistical Model (Section 5.4.6)
Attachment 6 Measurement Uncertainty Example Calculations (Section 5.4.6)
Attachment 7 A-B Example Analysis Request/Chain-of-Custody Forms (Section 5.7.2)
Attachment 8 A-C Example Sample Transfer/Chain-of-Custody Forms (Section 5.8.2)
Attachment 9 A-C Example Control Charts (Section 5.9.5)
Table 2 Equipment, Calibration, Verification and Maintenance
Table 3 Quality Control Checks for Analytical Procedures